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I.  INTRODUCTION 


BACK6R0UND 

Photoacoustic  Absorption  Spectroscopy  (PAS)  has  an  Interesting  history 
as  a  research  technique;  however.  It  seems  to  have  eluded  general  use  for 
laboratory  measurement.  Within  the  last  year,  many  reports  have  been 
published  Involving  the  use  of  PAS  for  material  Identification  by  Infrared 
absorption  utilizing  Fourier  Transform  Spectroscopy.  The  technique  Is  par¬ 
ticularly  useful  for  analyzing  nonoptlcal  materials  such  as  bituminous  coal, 
gels,  creams,  powders,  emulsions,  and  pharmaceutical  products. 

The  utilization  of  PAS  for  Identification  requires  only  the  production 
of  spectral  absorptions.  From  the  wavelength  of  the  absorptions,  a  material 
Identification  can  be  made.  Many  commercial  suppliers  produce  PAS 
accessories  for  Infrared  spectrometers. 

Although  the  variables  Involved  in  PAS  for  optical  materials  are  the 
same  as  for  material  Identification,  the  goal  is  completely  different.  The 
most  useful  measurement  for  optical  materials  Is  the  amount  of  absorption. 
However,  thln-fllm  optical  properties  such  as  thermal  conductivity  may  be 
measurable  by  PAS.  This  parameter  would  be  useful  for  thln-fllm  design  and 
performance  evaluation,  even  If  known  only  comparatively.  PAS  offers  the 
possibility  of  measuring  several  variables,  but  the  measurement  of  absorption 
Is  emphasized.  Other  variables  may  be  more  Important  than  absorption,  since 
absorption  can  be  measured  by  calorimetry,  a  technique  traceable  to  primary 
standards.  The  problem  of  calibration  and  traceability  to  primary  standards 
for  PAS  Is  difficult  because  more  than  achieving  thermal  equilibrium  1$ 
Involved.  However,  this  problem  allows  determination  of  more  variables  than 
does  calorimetry. 


II.  APP30ACH  AND  OBJECTIVES 


Three  methods  were  Initially  envisioned  to  evaluate  PAS.  The  first  used 
a  modulated  laser  and  a  closed  chamber  containing  a  window,  microphone,  and 
optical  component.  The  modulated  pressure  wave  detected  by  the  microphone  was 
coupled  to  a  preamplifier  and  lock-in  amplifier.  The  second  method  Involved 
direct  transducer  attachment  to  an  optical  component  being  Irradiated  by  a  modu¬ 
lated  or  pulsed  laser  source.  The  third  method  would  Introduce  a  PAS  accessory 
Into  a  Fourier  Transform  Infrared  Spectrometer.  The  latter  two  methods  could 
not  be  used  because  of  time  restraints  and  the  unavailability  of  Instrumen¬ 
tation. 

The  purpose  of  this  research  was  to  evaluate  the  effectiveness  of  using 
commercially  available,  relatively  low-cost  equipment  to  design  and  assemble  a 
PAS  enclosure  for  determining  detectability,  noise  levels,  and  measurement 
accuracy  tolerances.  After  the  design  and  assembly  was  completed,  the  flexi¬ 
bility  of  the  measurement  ability  was  determined,  and  an  evaluation  made  as  to 
applicability  for  routine  measurement  capabilities. 
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III.  TEST  EQUIPMENT  AND  CONDITIONS 

A  tunable,  radio  frequency  waveguide  carbon  dioxide  laser  was  used  as  the 
source.  A  Mechanical  chopper  of  variable  frequency  and  duty  cycle  was  used 
as  the  Modulator.  Two  enclosures  were  designed  to  hold  3.7-cm  optical  com- 
ponents.  This  size  was  chosen  because  of  the  availability  of  components  for 
mirrors  and  windows. 

The  first  enclosure  was  fabricated  from  bar  stock,  with  the  entrance  win- 
dow  and  microphone  on  the  front  face,  and  the  sample  mounted  on  the  back  face 
(Fig.  1).  The  second  enclosure  was  fabricated  from  bar  stock,  with  a  square 
tubing  extension  on  the  front  face,  and  the  entrance  window  on  the  end  of  the 
square  tubing  (Fig.  2).  The  Microphone  was  Mounted  at  a  right  angle  to  the 
window  on  the  square  tubing.  The  sample  was  mounted  on  the  back  side  of  the 
cell,  as  In  the  first.  A  flange  was  fabricated  to  seal  the  back  face  of  the 
cell,  making  the  entire  configuration  airtight. 

The  Microphones  used  were  1.27-cm  elect rets  with  Integral  preamplifiers. 
The  signal  from  preamplifiers  was  the  input  for  a  lock-in  amplifier  referenced 
to  the  mechanical  chopper  frequency.  The  laser,  chopper,  and  cell  ware 
mounted  on  an  aluminum  triangular  rail  on  a  cast  Iron  table  (Fig.  3).  The 
laser  was  capable  of  1.5  W  output  on  the  p20  line,  as  determined  by  a  power 
meter  and  spectral  analyzer.  Since  the  chopper  was  50-percent  duty  cycle,  the 
average  power  on  the  cell  window  was  0.75  W.  Both  cells  had  zinc  selenlde 
entrance  windows  with  an  anti -reflective  coating  on  both  sides,  giving 
94-percent  transmission  at  a  wavelength  of  10.6  vm. 
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Figure  3.  System  configuration. 


IV.  SYSTEM  OPERATION 


The  system  requires  a  stable  source  of  Irradiation,  meaning  that  approxl- 
mately  one-half  hour  of  warm-up  time  Is  required  for  the  laser  to  stabilize  In 
power  and  mode.  The  electronics  are  turned  on  at  the  same  time  as  the  laser. 
The  sample  Is  then  Inserted  Into  the  flange  of  the  PAS  cell,  and  the  cover 
flange  Installed.  The  chop  rate  of  the  laser  Is  arbitrary,  but  consideration 
must  be  given  to  signal  strength,  microphone  preamplifier,  and  lock-in  fre¬ 
quency  response  for  the  overall  measurement  conditions.  Also,  some  choppers 
are  not  frequency  stable  at  their  lower  frequencies.  Typical  operating  con¬ 
ditions  are  100-Hz  chop  rate,  1.5  W  laser  power,  and  a  full-scale  setting  of 
1  mV  on  the  lock-in  amplifier. 

The  gain  on  the  lock-in  amplifier  Is  then  adjusted  to  an  approximately 
full-scale  reading  by  adjusting  the  gain  control.  This  allows  two  orders  of 
magnitude  gain  In  sensitivity  on  the  lock-in  amplifier  used  for  the  measure¬ 
ments.  The  lock-in  amplifier  has  an  LED  readout  and  an  analog  meter.  The 
Initial  consideration  was  to  maximize  the  signal  with  a  strong  absorber,  and  a 
glass  wafer  with  an  absorbent  lacquer  was  used.  The  wafer  has  a  small  amount 
of  specular  and  diffuse  reflectance,  however,  and  Is  therefore  not  optimum. 

The  best  total  absorber  would  probably  be  a  black  gold  coating  on  any  type  of 
substrate,  because  this  type  of  coating  has  an  absorption  of  greater  than  99 
percent  (Refs.  1  and  2).  In  the  measurement  of  absorption,  one  of  the 
variables  that  must  be  considered  Is  accuracy,  and  an  uncertainty  of  1  percent 
is  quite  reasonable. 

Next,  consideration  was  given  to  a  sample  of  reasonably  low  absorption,  a 
reference  molybdenum  mirror  determined  calorlmetrlcally  to  have  an  absorption 
of  0.0159.  Measurement  of  this  sample  gave  two  types  of  Information:  An 
Indication  of  linearity,  and  a  measure  of  cell  noise  from  window  and  cell 
absorption.  The  reference  mirror  showed  an  absorption  of  0.0182,  a  value 
dependent  on  (1)  the  laser  power  variation,  which  Is  typically  ±5  percent  over 
the  measurement  time,  and  (2)  the  uncertainty  In  the  value  of  the  high- 
absorption  glass.  Additionally,  this  measurement  would  Indicate  that  cell 
noise  is  not  a  limiting  feature  at  this  level. 


The  last  consideration  was  given  to  cell  noise,  which  Is  a  function  of 
entrance  window  absorption,  cell  body  absorption  caused  by  optical  misalign* 
ment,  preamplifier  noise,  and  false  signals  Introduced  by  transmission  of 
vibration  from  the  mechanical  chopper  and  laser  cooling  fan.  The  noise  level 
appears  to  be  approximately  2.5  orders  of  magnitude  below  total  absorption. 

To  accomplish  this,  the  PAS  cell  was  mounted  loosely  on  the  triangular  rail 
with  foam  rubber  pads. 

For  comparison,  a  polished  molybdenum  mirror  was  measured  and  showed  an 
absorption  of  0.0147.  A  gold-coated  molybdenum  mirror  showed  an  absorption  of 
0.0133;  electroless  nickel -coated  molybdenum  mirrors  showed  0.0306  to  0.0588; 
a  chemically  vapor  deposited  (CVD)  tungsten  molybdenum  mirror  showed  0.0980; 
and  a  zinc  sulfide -thorium  fluoride  coating  100  nm  thick  on  molybdenum  showed 
0.0118.  When  a  potassium  bromide  window  was  used  as  a  sample,  no  Indication 
above  the  noise  level  was  measured. 
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V.  DEVELOPMENT  OF  PAS  FOR  ROUTINE  MEASUREMENT 

The  technique  of  PAS  has  been  evaluated  and  offers  promise  as  a  useful 
technique  for  optical  measurement.  The  development  of  the  technique  will  be 
•  continued  through  mission  projects. 

One  primary  consideration  Is  that  the  measurement  can  be  made  Independent 
of  wavelength.  Any  wavelength  source  with  proper  entrance  windows  can  be  uti¬ 
lized.  With  the  present  apparatus,  the  tolerance  on  measurements  Is  quite 
large  and  unpredictable  due  to  fluctuations  In  laser  power.  Although  the 
power  Is  monitored  with  a  pellicle  beamsplitter  and  a  mercury -cadmium- 
telluride  detector,  these  are  not  sensitive  Indicators  of  laser  power  In  the 
present  configuration.  However,  Improvements  In  configuration  readout  can  be 
made  to  Improve  this  monitoring  capability.  Vibration  Isolation  of  the  PAS 
cell  can  also  be  Improved,  and  Improvements  can  be  made  In  microphone  and 
preamplifier  noise  levels. 

Although  the  microphone  and  preamplifier  were  purchased  specifically  for 
this  project,  the  laser  and  chopper  were  transferred  from  other  devices  and 
are  not  optimum.  Both  amplitude  and  mode  stability  are  needed  In  a  laser 
source,  and  the  chopper  should  be  well  balanced.  The  problem  of  vibration 
transmission  from  chopper  to  PAS  cell  has  not  been  solved;  however,  mounting 
the  PAS  cell  on  a  separate  rail  with  vibration  Isolation  should  reduce  vibra¬ 
tion  to  a  negligible  level.  Cell  design  offers  many  possibilities  for  signal - 
to-nolse  Improvements;  but  of  the  two  designs  fabricated  and  tested,  no 
significant  differences  In  performance  were  observed. 

Hardware  problems  In  PAS  are  the  easiest  to  solve.  Interpretation  of  the 
Interaction  processes  are  much  more  difficult  to  understand.  Ideally,  what  Is 
needed  Is  a  windowless  cell  with  a  perfectly  stable  source  and  a  100-percent 
absorber  (or  one  with  the  percentage  known  precisely).  The  lack  of  such  a 
cell  and  absorber  contributes  to  many  Interactions  Inside  the  cell. 
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VI.  CONCLUSION  AND  RECOMMENDATIONS 

Subsequent  work  will  focus  on  gathering  a  data  base  for  project  officers 
use.  Data  will  be  collected  on  substrate  absorption  of  windows  and  mirrors. 

Then  a  series  of  measurements  will  be  performed  on  thln-fllm  materials  In  a 
sequence  of  Increasing  thickness  to  determine  when  substrate-thln-fllm  Interac¬ 
tion  Is  no  longer  measurable,  and  to  check  repeatability.  This  function, 
although  only  comparative  at  this  point,  could  be  very  useful  as  correlative 
data  for  optical  performance  evaluation.  Data  from  this  method  will  be  used 
with  calorimetric,  surface  analytical,  ellipsometrlc,  laser  damage,  and  theore¬ 
tical  predictions  to  follow  optical  performance.  Furthermore,  plans  are  to 
measure  thln-fllm  thermal  conductivities  comparatively,  for  different 
thicknesses  of  material,  to  see  whether  conductivity  Is  a  constant  for  a  given 
material  when  applied  by  high  vacuum  evaporation  techniques  (such  as  resistive, 
electron -beam,  and  laser  heating);  and  as  a  function  of  the  commercial  supplier 
of  the  coating  materials.  The  thrust  of  this  research  will  be  toward  thln-fllm 
optical  coating  performance  evaluation,  since  those  mission  projects  will  be 
supporting  the  effort. 

Improvements  In  the  sophistication  of  the  hardware  and  cell  design  are 
necessary  for  the  ultimate  refinement  of  the  technique  of  PAS.  Improved  data 
reduction  facilities  will  probably  also  be  required;  however,  a  balance  Is 
necessary  In  sophistication,  cost,  and  ease  of  operation  so  that  the  technique 
remains  easily  and  reliably  useful.  One  of  the  most  attractive  features  of  PAS 
Is  that  It  Is  a  simple  and  quick  technique.  The  theoretical  development  of  PAS 
has  been  amply  pursued  (Refs.  3-7).  Therefore,  we  must  now  try  to  deal  with 
experiments  and  extract  meaningful  data  to  correlate  with  other  measurements 
to  provide  a  full  Interpretation  of  the  Interactions  within  PAS  cells. 
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